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DESTRUCTION NOTICE 


WHY —To prevent the enemy from using or salvaging this equipment 
for his benefit. 

WHEN— When ordered by your commander. 

HOW —1. Smash— Use sledges, axes, handaxes, pickaxes, hammers, 
crowbars, heavy tools. 

2. Cut— Use axes, handaxes, machetes. 

3. Burn— Use gasoline, kerosene, oil, flame throwers, incendiary 

grenades. 

4. Explosives— Use firearms, grenades, TNT. 

5 . Disposal— Bury in slit trenches, fox holes, other holes. Throw 

in streams. Scatter. 

USE ANYTHING IMMEDIATELY AVAILABLE FOR 
DESTRUCTION OF THIS EQUIPMENT. 

WHAT — 1. Smash— Meter, knobs, controls, switches, cabinet. 

2. Cut— Cables, wiring. 

3. Burn— Technical manuals, schematic diagrams, cables and 

wiring, cabinet. 

4. Bend— Panel. 

5. Bury or scatter— All of the above pieces after destroying their 

usefulness. 


DESTROY EVERYTHING 
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WARNING 


HIGH VOLTAGE 

is used in the operation 
of the radio equipment. 


DEATH ON CONTACT 

may result if personnel fail 
to observe safety precautions. 


Be careful to avoid contact with high-voltage circuits or 115-volt a-c 
input connections while checking or servicing the radio equipment. 
Make certain that the power is turned off before disassembling any 
part of the radio equipment. 

Dangerously high voltages are present in the power supplies of the 
radio equipment. Before making any service checks, manually discharge 
all high-voltage capacitors in these circuits after the a-c power has been 
removed from the components. 


VI 


Digitized 


ty Google 


Original from 

UNIVERSITY OF CALIFORNIA 



FIRST AID TREATMENT FOR ELECTRIC SHOCK 


I. FREE THE VICTIM FROM THE CIRCUIT IMMEDIATELY. 

Shut off the current. If this is not imroed lately possible, use 
a dry nonconductor (rubber gloves, rope, board) to move either 
the victim or the wire. Avoid contact with the victim. If 
necessary to cut ~a live wire, use an axe with a dry wooden 
handle. Beware of the resulting flash. 

II. ATTEND INSTANTLY TO THE VICTIM'S BREATHING. 

Begin resuscitation at once on the spot. Do not stop to loosen 
the victim's clothing. Every moment counts. Keep the patient 
warm. Wrap him in any covering available. Send for a doctor. 
Remove false teeth or other obstructions from the victim's mouth. 

position 

the victim on kis one Arm 

extended directly overhead* the other 
/ arm bent at the elbow, the face turned 

outward and resting on hand or forearm 
JfrJ so that the nose and mouth are free for 

breathing (fig. A). 

A / 2. Straddle the patient's thighs, or 

one leg, with your- knees placed far 
enough from his hip bones to allow you 
to assume the position shown in figure A. 

Place your hands, with thumbs and 
fingers in a natural position, so that 
your palms are on the small of his back, 
and your little fingers just touch his 
lowest ribs- (fig. A). 

FIRST MOVEMENT 

V ( A* arms held straight, swing for- 

U ward slowly, so that the weight of your 

bo< *y is gradually brought to bear upon 
the victim. Your shoulders shduld be 
directly over the heels of your hands 
at the end of the forward swing (fig. 
B). Do not bend your elbows. The first 

J movement should take about 2 seconds. 

SECOND MOVEMENT 

'/ 6. Now immediately swing backward, to 

remove t he pressure completely (fig. C). 

After 2 seconds, swing forward again. 
Repeat this pressu r%-and-rel ease cycle 
1 2 to 16 times a minute. A complete 
cycle should require 4 or 5 seconds. 

CONTINUED TREATMENT 

7. Continue treatment until breathing is restored or until there is 
no hope of the victim's recovery. Do not give up easily. Remember 
that at times the proces-s must be kept up for hours . 

8. During artificial respiration, have someone loosen the victim's 
clothing. Wrap the victim warmly; apply hot bricks, stones, etc. 
Do not give the victim liquids until he is fully conscious. If the 
victim must be moved, keep up treatment while he is being moved. 

9. At the first sign of breathing, withhold artificial respiration. 
If natural breathing does not con t inue, immediately resume artif icial 
respiration. 

10. If operators must be changed, the relief operator kneels behind 
the person giving artificial respiration. The relief takes the 
operator's place as the original operator releases the pressure. 

11. Do not allow the revived patient to sit or stand. Keep him 
quiet. Give hot coffee or tea, or other internal stimulants. 


HOLD RESUSCITATION DRILLS REGULARLY 
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RESTRICTED 


SECTION I 
DESCRIPTION 


1. GENERAL. 

The Precision model 856P analyzer (Test Set I-153-A) is a test in- 
strument of high sensitivity for making accurate measurements of a-c 
and d-c voltages, resistances, decibels, output voltages, and d-c cur- 
rents in 44 ranges. It also provides for making qualitative tests on paper 
and mica capacitors and current leakage tests on electrolytic capacitors. 
The instrument incorporates a 20,000-ohms-per-volt sensitivity for mak- 
ing reliable measurements in high-resistance circuits, and a 1,000-ohms- 
per-volt sensitivity. Either of these meter sensitivities is available by 
rotating the three- position switch located in the lower right section of 
the panel. A range selector switch is used in conjunction with a series 
of test jacks to select the various ranges, separate jacks being provided 
for the 12-ampere range, the 60- and 300-microampere ranges, the out- 
put range, and the 1,200- and 6,000-volt a-c and d-c ranges. All other 
ranges are available at the two test jacks marked — TEST -j-, in the 
lower right section of the panel. The meter is a large double-jeweled 
D’Arsonval type with a full-scale sensitivity of 50 microamperes, and 
a full-scale accuracy of 2 per cent for d-c measurements and 3 per cent 
for a-c measurements. When used as an ohmmeter, this instrument is 
powered by 1.5-volt and 22.5-volt batteries. Well-insulated test leads are 
supplied for use on the high-voltage ranges. Each instrument is in- 
dividually calibrated against laboratory standards, the calibrating con- 
trols being sealed at the factory. 

2. SET ANALYZING FEATURES. 

The following set analyzing features are incorporated in the Pre- 
cision model 856P analyzer. 

a. A-c voltage measurements may be made on seven ranges at 1,000- 
ohms-per-volt sensitivity. These seven ranges are: 0-3, 0-12, 0-60, 0-300, 
0-600, 0-1,200 and 0-6,000 volts. 

b. D-c voltage measurements are also obtained on seven ranges at 
sensitivities of 20,000 ohms per volt and 1,000 ohms per volt. These 
seven ranges are the same as those listed in subparagraph a above. 

1 


Digitized b'. 


Got 'gle 


Original from 

UNIVERSITY OF CALIFORNIA 




c. D-c current measurements are obtained on seven ranges. These 
seven ranges are: 0-60 and 0-300 microamperes; 0-3, 0-30, 0-120, and 
0-600 milliamperes; and 0-12 amperes. 

d. Resistance measurements are available in the three following 
ranges: 0-6,000 ohms (35 ohms center scale); 0-600,000 ohms (3,500 ohms 
center scale); and 0-60 megohms (350,000 ohms center scale). 

•. Output voltage measurements may be made on the seven a-c volt- 
age ranges, which extend from zero to 6,000 volts. 

f. Decibel readings can be obtained on six ranges extending from 
- 12 to + 70 db. 

g. A qualitative method is provided for making tests on paper and 
mica capacitors. 

h. A method is available for making leakage current measurements 
on electrolytic capacitors. 

i. Large easy reading numbers and scales are used on the meter. The 
a-c correction scales are printed in red. 
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SECTION II 


OPERATION 


3. GENERAL. 

Before making any tests with this analyzer, the following instruc- 
tions should be read carefully to facilitate the operation of the instru- 
ment and to insure measurements of the highest possible accuracy, 

a. The three-position switch located in the lower right section of the 
panel will be referred to as the circuit selector in making the various 
measurements. The extreme left position of this switch, labeled D.C. 
1000 OHMS PER VOLT, is used only for d-c voltage measurements at 
the standard sensitivity of 1,000 ohms per volt. The center position, 
labeled A.C., is used for making a-c voltage, output voltage, and decibel 
measurements at 1,000-ohms-per-volt sensitivity. The extreme right posi- 
tion of the switch, labeled D.C. 20,000 OHMS PER VOLT, is used for 
all other measurements which use the full sensitivity of the meter: 
namely, d-c voltage measurements at 20,000 ohms per volt, all d-c cur- 
rent measurements, and all resistance measurements. 

b. The multi-position switch in the lower center of the panel will be 
referred to as the range selector. It provides complete and rapid selec- 
tion of all the commonly used ranges, and operates in conjunction with 
the correct position of the circuit selector for the range desired. 

c. The control in the lower left section of the panel, labeled AD- 
JUST OHMS, is used to zero-adjust the meter when using the ohm- 
meter ranges. 

d. The actual use of the two switches and the control noted above 
is fully explained in the descriptions of the individual test features. 

•. It will be noted that although both the 20,000-ohms-per-volt and 
the 1,000-ohms-per-volt measurements on the 1,200-volt range are avail- 
able at a single test jack,, labeled AC-DC 1200V., two test jacks are 
used for the 6, 000- volt range. The test jack in the upper right section 
of the panel is used only for the 6,000-volt, 20,000-ohms-per-volt d-c 
range; and the jack directly beneath it is used for the 6,000-volt, 1,000- 
ohms-per-volt a-c and d-c ranges. 
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f. Extreme care is necessary when using the above ranges for meas- 
urements in high-voltage circuits, especially in handling test prods, test 
jacks, and points of measurement in the circuit under test. Always use 
the specially insulated high-voltagfe test leads, and make certain that 
the hands and shoes are dry. 

CAUTION: Never attempt to' adjust or test any high-voltage 
circuit unless a complete circuit diagram is available to identify 
the location of all high-voltage terminals. 

g. In the majority of cases, even though the same range is used, the 
d-c voltage indication obtained at 20,000-ohms-per-volt sensitivity will 
be greater than that obtained with the instrument set for 1,000-ohms- 
per-volt sensitivity. The difference in the readings will be directly 
proportional to the effective resistance in the circuit under test. 

Example: Assume that d-c voltage measurements are to be taken in 
a resistance-coupled amplifier stage. The load in the plate circuit of 
the tube consists of two resistors, R1 and R2, in series. The analyzer 
test prods are connected from the plate of the tube to ground in order 
to determine the value of the voltage existing at the plate. The amount 
of current drawn from the circuit through the meter will depend upon 
the meter sensitivity. If a comparatively large current is necessary to 
actuate the meter (meter sensitivity low), this additional current will 
have to pass through resistors R1 and R2, causing a greater voltage drop 
across them, which correspondingly decreases the amount of voltage 
available at the plate of the tube. On the other hand, if the sensitivity 
of the meter is such that only a small amount of current is drawn from 
the circuit under test (meter sensitivity high), operating conditions in 
the circuit very closely approach the normal and the meter will give 
a reliable reading of the voltage actually existing at the plate of the 
tube. From this it can be seen that much greater accuracy of measure- 
ments can be obtained when the 20,000-ohms-per-volt meter sensitivity 
is used. This high sensitivity should be used at all times, except when 
point-to-point voltage measurements are to be compared with a list of 
readings where 1,000-ohms-per-volt sensitivity is specified as the basis 
for the voltage readings listed. 

4. A-C VOLTAGE MEASUREMENTS. 

All a-c voltage measurements are availdbe at 1,000-ohms-per-volt sensi- 
tivity only. The method of obtaining these measurements is outlined 
below. 

a. A-c Voltage Measurements to 600 Volts. 

(1) Set the circuit selector switch to the A.C. position for all a-c volt- 
age measurements. 
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(2) Select the desired range on the rotary range selector. If the ’ap- 
proximate value of the voltage is unknown, always use the highest 
range first. Then determine and select the most suitable range for the 
highest degree of accuracy. This precaution protects the meter rectifier, 
since a slight overload will damage it or change its characteristics. 

(3) Insert the test leads into the two polarized TEST jacks, and apply 
the test prods across the circuit under test. 

(4) Read the voltage indications on the proper re'd a-c correction scale 
as follows: 

(a) Zero to 3 volts; read directly on the separate 3V. A.C. ONLY scale. 

( b ) Zero to 12 volts; read on the 0-120 scale and divide by 10. 

(c) Zero to 60 volts; read directly on the 0-60 scale. 

(d) Zero to 300 volts; read on the 0-30 scale and multiply by 10. 

(e) Zero to 600 volts; read on the 0-60 scale and multiply by 10. 

b. A-c Voltage Measurements Above 600 Volts. 

(1) Set the circuit selector switch to the A.C. position. 

(2) Set the range selector to the 600V. position. 

(3) Insert one test lead into the negative (— ) TEST jack in the lower 
right section of the panel, and the other test lead into the appropriate 
1,200-volt or 6,000-volt test jack in the upper right section of the panel. 
Apply the test prods across the load. 

(4) Read the voltage indications on the red a-c correction scale as fol- 
lows: 

(a) Zero to 1,200 volts; read on the 0-120 scale and multiply by 10. 

(b) Zero to 6,000 volts; read on the 0-60 scale and multiply by 100. 

5. D-C VOLTAGE MEASUREMENTS. 

Complete instructions are given below for obtaining d-c voltage 
measurements with either 20,000-ohms-per-volt or 1 ,000-ohms-per-volt 
sensitivity. 

a. D-c Voltage Measurements to 600 Volts. 

(1) Set the circuit selector switch to the proper position as determined- 
by the ohms-per-volt sensitivity desired. 

(2) Select the desired range on the range selector. If either the polarity 
or the approximate value of the voltage is unknown, always use the 
highest range on the meter; then determine and select the most suitable 
range for the greatest accuracy in measurement. 

(3) Insert the test leads into the two polarized TEST jacks and apply 
the test prods across the circuit under test. Observe polarity. 
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(4) Read the d-c voltage measurements on the black scales as follows: 

(a) Zero to 3 volts; read on the 0-30 scale and divide by 10. 

( b ) Zero to 12 volts; read on the 0-120 scale and divide by 10. 

(c) Zero to 60 volts; read directly on the 0-60 scale. 

( d ) Zero to 300 volts; read on the 0-30 scale and multiply by 10. 

(e) Zero to 600 volts; read on the 0-60 scale and multiply by 10. 

b. D-c Voltage Measurements Above 600 Volts. 

(1) Set the circuit selector switch to the proper position as determined 
by the ohms-per-volt sensitivity desired. 

(2) Set the range selector to the 600V. position. 

(3) Insert the test leads into the proper test jacks as follows: 

(a) For 20,000-ohms-per-volt sensitivity, insert one test lead into the 
negative (— ) TEST jack, and the other test lead into the appropriate 
AC-DC -f 1200V., or 20,000 OHMS PER VOLT D.C. + 6000V. test 
jack in the upper right section of the panel. 

( b ) For 1,000-ohms-per-volt sensitivity, insert one test lead into the 
negative (— ) TEST jack, and the other test lead into the appropriate 
AC-DC -f 1200V., or 1000 OHMS PER VOLT AC-DC -f 6000V. 
test jack. 

(4) Apply the test prods across the circuit under test. Observe polarity. 

(5) Read the d-c voltage measurements on the black scales as follows: 

(a) Zero to 1,200 volts; read on the 0-120 scale and multiply by 10. 

(b) Zero to 6,000 volts; read on the 0-60 scale and multiply by 100. 

6. D-C CURRENT MEASUREMENTS. 

a. Measurements on Micreampere Ranges. Two ranges are used 
lor measuring currents in microamperes. These ranges are zero to 60 
microamperes and zero to 300 microamperes. The method of obtaining 
these low values of current is as follows: 

(1) Set the circuit selector to the D.C. 20,000 OHMS PER VOLT posi- 
tion for all d-c current measurements. 

(2) Set the range selector to the 30 MA position. 

(3) Insert the negative test lead into the negative (— ) TEST jack and 
the positive test lead into the appropriate -(- 60 MICROAMPS or 
-|- 300 MICROAMPS test jack located in the upper left section of the 
instrument panel. 

(4) Connect the test prods in series with the circuit under test. Observe 

polarity. 

(5) Read the d-c current measurements on the black scales as follows: 
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(a) Zero to 60 microamperes; read directly on the 0-60 scale. 

( b ) Zero to S00 microamperes; read on the 0-30 scale and multiply by 

10 . 

CAUTION: When making measurements on any of the current 
ranges, always select the highest range when either the polarity 
or the approximate value of the current is unknown; then de- 
termine and select the most suitable range for the greatest de- 
gree of accuracy. This precaution is taken to prevent damage to 
the meter. 

b. Measurements on Milliampere Ranges. The procedure to be 
followed in making current measurements on the four milliampere 
ranges is given below. 

(1) Set the circuit selector to the D.C. 20,000 OHMS PER VOLT 
position. 

(2) Select the proper current range on the range selector. 

(3) Insert the test leads into the two polarized TEST jacks and con- 
nect the test prods in series with the circuit under test. Observe polarity. 

(4) Read the current measurements on the black scales as follows: 

(a) Zero to 3 milliamperes; read on the 0-30 scale and divide by 10. 

( b ) Zero to 30 milliamperes; read directly on the 0-30 scale. 

(c) Zero to 120 milliamperes; read directly on the 0-120 scale. 

( d ) Zero to 600 milliamperes; read on the 0-60 scale and multiply by 

10 . 

c. Maasuremants on tha 12-Ampare Rang*. 

(1) Set the circuit selector to the D.C. 20,000 OHMS PER VOLT posi- 
tion. 

(2) Set the range selector to the 600 MA position. 

,(3) Insert the test leads into the two polarized test jacks marked — 12 
AMPS, -j- in the lower left corner of the instrument panel, and con- 
nect the test prods in series with the circuit under test. Observe polarity. 
(4) Read the current measurements on the 0-120 scale and divide by 10. 

CAUTION: When using the 12-ampere range, never remove 
the test leads from the pin jacks on the instrument while cur- 
rent is flowing through the circuit. Failure to observe this 
precaution will result in arcing and charring at the jacks. 

7. RESISTANCE MEASUREMENTS. 

All resistance measurements are made with the circuit selector in 
the D.C. 20,000 OHMS PER VOLT position. Make certain that all 
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electric power has been removed from the circuit under test. When 
possible, disengage one end of the resistance from the circuit before 
making the measurement. This is advisable because other resistances 
may be in shunt with the unit under test, thereby causing a false read- 
ing. The low and middle ohmmeter ranges of the analyzer are powered 
by a 1.5-volt battery and the high range is powered by a 22.5-volt bat- 
tery. These batteries must be replaced when full-scale deflection of the 
meter pointer can no longer be obtained. Both batteries are mounted 
on the inside of the case. Complete instructions for the operation of 
the ohmmeter ranges follow: 

a. Set the circuit selector to the D.C. 20,000 OHMS PER VOLT 
position. 

b. Set the range selector to the desired ohmmeter range. 

e. Insert the test leads into the two pin jacks marked — TEST -j- 
in the lower right corner of the instrument panel. 

d. Short the test prods together, and rotate the ADJUST OHMS 
control to bring the meter pointer exactly to full-scale deflection. 

•. Apply the test prods across the resistance to be measured. 

f. Read the resistance measurements on the ohmmeter scale as fol- 
lows: 

(1) Zero to 6,000 ohms; read directly on the 0-6M scale. 

(2) Zero to 600,000 ohms; read on the 0-6M scale and multiply by 100. 

(3) Zero to 60 megohms; read on the 0-6M scale and multiply by 10,000. 

8. OUTPUT VOLTAGE MEASUREMENTS. 

Two methods can be used to obtain output voltage measurements. 
In the first method, the test leads are connected across the voice coil of 
the speaker, or the secondary of the output transformer of the radio 
set. If these points are not easily accessible, the test leads are con- 
nected from the plate of the output tube to ground (or chassis). The 
special test jack marked OUTPUT (to the left of the meter) is used 
in conjunction with the negative TEST jack for all measurements up 
to 600 volts. A 0.1 -microfarad, 600-volt capacitor is incorporated in the 
analyzer in series with the OUTPUT jack to block the d-c voltage 
when taking measurements from the plate of the output tube. When 
using voltage ranges above 600 volts, either the 1,200-volt or the 6,000- 
volt a-c test jacks are used with the negative TEST jack. When using 
these ranges, it is necessary to insert a 0.1 -microfarad capacitor in series 
with one of the test leads. The voltage rating of this external capacitor 
must be comparable to the maximum voltage appearing on the plate 
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of the tube. In addition to its use as an output indicator, the ouput 
meter can also be used to great advantage for making comparisons in 
tube performances under actual operating conditions. This is done 
by noting the difference in meter indications when any or all of the 
tubes are substituted in the radio set under test. The procedure for 
obtaining output voltage measurements is as follows: 

a. Output Voltagu Measurements to 600 Volts. 

(1) Set the circuit selector switch to the A.C. position for all output 
voltage measurements. 

(2) Select the desired range on the range selector. If the approximate 

value of the voltage is unknown, always use the highest range first. 
Then determine and select the most suitable range for the highest 
degree of accuracy. The voltage ranges used for output voltage meas- 
urements are the same ranges that are used for a-c voltage measure- 
ments (par. 4). • 

(3) Insert one of the test leads into the negative (— ) TEST jack, and 
insert the other test lead into the jack marked OUTPUT. 

(4) Turn on the radio set under test and introduce a strong signal 
into its input. Allow the set to heat for a few minutes. 

(5) Connect the test leads across either of the previously mentioned 
test points. Use care when connecting to the plate of the output tube 
to avoid electric shock. The best method of making this connection 
is to turn the radio set off, connect the test leads across the tube plate 
and ground, and then turn on the radio set. 

(6) Read the output voltage indications on the proper red a-c correc- 
tion scale as follows: 

(а) Zero to 3 volts; read directly on the separate 3V. A.C. ONLY 
scale. 

(б) Zero to 12 volts; read on the 0-120 scale and divide by 10. 

(c) Zero to 60 volts; read directly on the 0-60 scale. 

(< d ) Zero to 300 volts; read on the 0-30 scale and multiply by 10. 

( e ) Zero to 600 volts; read on the 0-60 scale and multiply by 10. 

b. Output Voltage Measurements Above 600 Volts. 

(1) Set the circuit selector to the A.C. position. 

(2) Set the range selector to the 600V. position. 

(3) Insert one test lead into the negative (— ) TEST jack in the lower 
right section of the panel, and the other test lead into the appropriate 
1,200-volt or 6, 000- volt test jack in the upper right section of the panel. 
With the correct value of capacitor in series with one of the test leads, 
apply the test prods across the load. 
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(4) Read the output voltage indications on the red a-c correction scale 
as follows: 

(a) Zero to 1,200 volts; read on the 0-.120 scale and multiply by 10. 

(b) Zero to 6,000 volts; read on the 0-60 scale and multiply by 100. 

9. DECIBEL MEASUREMENTS. 

A calibrated and direct-reading decibel scale enabling readings from 
— 12 to -|- 70 db is incorporated in this instrument. The initial meter 
scale reading (—12 to -f- *6 db) is based upon a zero level of 6 milli- 
watts or 1.73 volts across a 500-ohm load, 500 ohms being the load most 
commonly used in audio work. The most common use of a decibel meter 
is as a power level indicator across known impedances. Because of 
calibration at one definite impedance, conversions must be made to the 
new impedance when the meter is used with other than a 500-ohm 
load. Caution must be observed when using the decibel meter to in- 
sure the isolation of all d-c voltage from the meter circuit; otherwise, 
the meter may be damaged or, at least, erroneous readings obtained. 
When using the decibel meter on ranges up to 34 db the OUTPUT 
test jack is used in conjunction with the negative (— ) TEST jack. 
This OUTPUT jack has a built-in series capacitor, as previously noted, 
and no further precaution is necessary. However, when using the 
decibel meter on ranges above 34 db, the 1,200-volt and the 6,000-volt 
test jacks are used in conjunction with the negative (— ) TEST jack, 
and it is then necessary to insert a 0.1 -microfarad capacitor in series 
with one of the leads. The voltage rating of this external capacitor 
must be comparable to the maximum voltage appearing across the 
load. The decibel ranges on the meter correspond to the output volt- 
age ranges, the difference being that decibel indications are read on 
the special decibel scale. Complete instructions in the use of the decibel 
meter follow. 

a. Decibel Measurements to 34 Db. 

(1) Set the circuit selector switch to the A.C. jxxsition for all decibel 
measurements. 

(2) Select the desired range on the range selector. If the voltage across 
the 500-ohm load is unknown, use the highest range first. Then deter- 
mine and select the most suitable range for the highest degree of 
accuracy. 

(3) Insert one of the test leads into the negative (— ) TEST jack, and 
insert .the other test lead into the jack marked OUTPUT. 

(4) Turn on the radio set under test and introduce a signal into its 
input. Allow (he set to heat for a few minutes. 
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(5) Connect the test prods across the 500-ohm load and read the 
DECIBEL indications on the DECIBELS scale as follows: 

(a) Minus 12 to plus 16 db (range; 12V./-|-0DB); read directly on 
the DECIBELS scale. 

(b) Plus 2 to plus 30db (range; 60V./-)-14DB); read on the 
DECIBELS scale and add 14 db. 

(c) Plus 16 to plus 44 db (range; 300V./-|-28DB); read on the 
DECIBELS scale and add 28 db. 

(d) Plus 22 to plus 50 db (range; 600V./-(-34DB); read on the 
DECIBELS scale and add 34 db. 

b. Decibel Measurements Above 34 Db. 

(1) Set the circuit selector to the A.C. position. 

(2) Set the range selector to the 600V. position. 

(3) Insert one test lead into the negative (— ) TEST jack in the lower 
right section of the panel, and the other test lead into the appropriate 
1,200-volt or 6,000-volt test jack in the upper right section of the panel. 
With the correct value of capacitor in series with one of the test leads, 
connect the test prods across the load. 

(4) Read the decibel indications on the DECIBELS scale as follows: 

(a) Plus 28 to plus 56 db (range; l,200V./-j-40DB); read on the 
DECIBELS scale and add 40 db. 

( b ) Plus 42 to plus 70 db (range; 6,000V./-)-54DB); read on the 
DECIBELS scale and add 54 db. 

10. LEAKAGE CURRENT MEASUREMENTS ON ELECTROLYTIC 
CAPACITORS. 

a. General. All electrolytic capacitors contain an inherent d-c cur- 
rent leakage. The quality of an electrolytic capacitor can be deter- 
mined by measuring the d-c current through the capacitor when a 
rated d-c voltage is applied and determining the amount of leakage 
in milliamperes per microfarad. When leakage current above a cer- 
tain allowable value is present, the capacitor must be removed from 
the circuit and replaced with a good one. The allowable value of 
current leakage is dependent upon such factors as manufacturers’ 
specifications, length of service, and the design of the power unit and 
filter system of the radio set. In general, considering an 8-mf capacitor 
(rated at 450 volts d-c) that has been in operation over a period of 
time, the maximum allowable leakage current is approximately 0.5 
milliampere per microfarad, or a total leakage current through the 
capacitor of 4 'millamperes. Before taking leakage current measure- 
ments on a capacitor, first check it with ohmmeter for a shorted condi- 
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tion. This is done by using the 0-600;000-ohm range of the analyzer. 
Polarities must be observed when making this short test. The negative 
test lead is connected to the outside can, or negative terminal, and the 
positive test lead is connected to the anode, or positive terminal, of 
the capacitor under test. A low resistance reading or consant full- 
scale deflecjon of the meter pointer indicates that the capacitor is 
shorted and is to be rejected without further testing. A large amount 
of current is drawn through an electrolytic capacitor when voltage is 
first applied. This current gradually decreases until it reaches its nor-, 
mal steady value after about 3 minutes. It is therefore necessary to in- 
sert a current-limiting resistor in series w’ith one of the test leads when 
the meter is connected into the circuit of the capacitor under test. The 
value of this resistor is approximately 5,000 ohms when the value of 
applied voltage exceeds 100 volts, and 1,000 ohms when the value of 
the applied voltage is less then 100 volts. This limiting resistor is very 
important and must not be omitted. Methods for taking leakage- 
current measurements on capacitors incorporated in a radio set, as 
well as for those not connected in a circuit, are given below. 

b. Currant Measurements on Capacitor in Radio Set. (1) Discon- 
nect the positive terminal of the capacitor from the circuit. Make cer- 
tain that all electrical power has been removed from the circuit under 
test. 

(2) To check the capacitor for a shorted condition, set the analyzer 
to the 0-600,000-ohm range and apply the test prods to the terminals 
of the capacitor. Observe polarity. 

(3) Set the circuit selector switch at D.C. 20,000 OHMS PER VOLT. 

(4) Set the range selector to the 120MA position. 

(5) Insert the test leads into the two polarized TEST jacks in the 
lower right section of the panel with the proper limiting resistor (de- 
pending upon the voltage) in series with the positive lead. 

(6) Connect the positive test lead of the meter to the high-voltage lead 
which was disconnected from the positive terminal of the capacitor. 

(7) Connect the negative test lead of the meter to the positive ter- 
minal of the capacitor. With these connections, the analyzer, capacitor, 
and limiting resistor are in series with the voltage source. 

(8) Turn on the radio set. The meter pointer will deflect to nearly 
full/scale and 'hen gradually recede to, or nearly to, the zero mark 
after about 3 minutes. This process is called “forming the capacitor.” 

(9) A steady meter pointer indication without receding to or near 
the zero mark after approximately 3 minutes indicates a shorted or 
leaky capacitor which should be rejected without further testing. 
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(10) Afier the “forming” process is completed, short-circuit the limit- 
ing resistor in the test lead and read the value of the leakage current 
through the capacitor directly on the 120MA scale. When the meter 
indication is under 30 milliamperes, set the range selector to the 30MA 
position for a more accurate reading on the 0-30 scale. The following 
data will enable estimation of maximum allowable current leakages: 

(a) For capacitors rated at 300 volts or more, the allowable leakage 
current is approximately 0.5 milliampere per microfarad. 

( b ) For capacitors rated between 100 and 300 volts, the allowable 
leakage current is approximately 0.2 milliampere per microfarad. 

(c) For capacitors rated below 100 volts, the allowable leakage cur- 
rent is approximately 0.1 milliampere per microfarad. 

CAUTION: After the test is completed, always first discon- 
nect the negative test lead from the circuit before turning off 
the electric power in order to prevent slamming of the meter 
pointer by the discharge of the capacitor under test. 

c. Current Measurements on Capacitor Not Incorporated in Set. 

To test electrolytic capacitors not incorporated in a radio set, an ex- 
ternal d-c power supply is necessary, preferably one that uses a num- 
ber of output voltage taps suitable for application to the various d-c 
voltage ratings of capacitors. The test procedure follows: 

(1) Check the capacitor for a shorted condition as described in sub- 
paragraph b (2) above. 

(2) Perform the operations outlined in subparagraphs (1) (c) to (1) (e) 
above in order to prepare the instrument for the test. 

(3) Connect the positive test lead to the positive tap on the power 
supply. Make certain that the proper limiting resistor is in series with 
the test lead. 

(4) Connect the negative terminal of the capacitor to the negative tap 
on the power supply. 

(5) Connect the negative test lead to the positive terminal of the 
capacitor. As will be observed, these connections place the analyzer, 
capacitor, and limiting resistor in series with the power source. 

(6) Refer to subparagraphs b (8) through b (10) above to obtain the 
current leakage measurements. Observe the caution under subpara- 
graph b(10) above before turning off the power after the test has been 
completed. 

11. QUALITATIVE TESTS ON PAPER AND MICA CAPACITORS. 

The analyzer, in conjunction with an external d-c high-voltage sup- 
ply, provides a means of making qualitative tests on paper and mica 
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capacitors. The proper voltmeter range is selected and the analyzer 
connected in series with the capacitor and the high voltage to deter- 
mine whether or .not the capacitor has low insulation resistance or 
abnormal leakage. The applied voltage should approximate the rated 
voltage of the capacitor. The external d-c voltage can be obtained from 
a high-voltage power supply or from the plate prong of a power out- 
put tube. The procedure for making the test follows: 

o. Set the circuit selector to the D.C. 20,000 OHMS PER VOLT 
position. 

b. Set the range selector to the projx*r voltmeter range. Measure the 
voltage available from the external supply and select the voltmeter 
range that gives greatest deflection of the meter pointer. 

C. Insert the test leads into the two polarized TEST jacks in the 
lower right section of the analyzer panel. 

. d. With the power supply off, connect the capacitor under test in 
series with the positive test lead, connect the positive test lead to the 
positive terminal of the power supply, and connect the negative test 
lead to the negative terminal of the power supply. In this manner, 
proper polarities are observed, and the power supply, the capacitor 
under test, and the analyzer are all connected in series. 

•. Turn on the power supply. An instantaneous deflection caused by 
the charging of the capacitor will be indicated on the meter. 

#. The quality of the capacitor can be determined by the following 
indications: 

(1) A good capacitor will cause the meter pointer to recede to the 
zero voltage mark. 

(2) A. capacitor with abnormal leakage is indicated when the meter 
pointer remains above the zero mark on the meter. 

(3) A shorted capacitor is indicated when the meter pointer remains at 
the point corresponding to the value of the applied voltage. 

(4) An open capacitor is indicated when no deflection of the meter 
pointer is obtained when the power is applied. However, in this in- 
stance, consideration must be given to the value of the capacitor. 
If the capacitor is so small in value that the initial charge is insuffi- 
cient to actuate the meter, no deflection will be obtained. 

CAUTION: After the test is completed, always first disconnect 
the negative test lead from the power source before turning off 
the supply in order to prevent slamming of the meter pointer 
by the discharge of the capacitor under test. 
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Figure 3. Circuit used for 60 to 300 volts d-c measurement 
at 20,000 ohms per volt. 
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SECTION III 


FUNCTIONING OF PARTS 


12. GENERAL 

An analyzer, such as the Precision model 856P, incorporates a num- 
ber of circuit arrangements permitting the various measurements to be 
made with a single meter. When a specific measurement is to be made, 
the corresponding circuit is selected with a multi-position DC-AC-DC 
switch. The required range within a circuit is selected with the multi- 
position range-selector switch. An explanation of the analyzer char- 
acteristics is given below. 

a. Basic-metor Sensitivity. The basic-meter sensitivity is deter- 
mined by the amount of current required to cause full-scale deflection 
of the meter pointer. Thus, if a current .flow of 1 milliampere through 
the meter coil causes full-scale deflection, the meter has a basic sensi- 
tivity of 1 milliampere. The basic sensitivity of the meter in the Pre- 
cision model 856P is 50 microamperes. This meter sensitivity can be 
decreased to 1 milliampere by turning the three-position selector switch 
to the DC 1,000 OHMS-PER-VOLT position or by turning the switch 
to the AC position. 

b. Voltmeter Sensitivity. The sensitivity of a voltmeter is indicated 
in terms of “ohms per volt.” The ohms-per-volt sensitivity of a meter 
is determined by dividing 1 volt by the value of current required to 
cause full-scale deflection of the meter pointer. Therefore, a meter 
with a basic sensitivity of 1 milliampere has an ohms-per-volt sensi- 
tivity of 1/0.001 — 1,000 ohms per volt. The ohms-per-volt sensitivity 
of a voltmeter can also be determined by dividing the total resistance 
of the meter by the maximum voltage marked upon the scale for 
which this resistance is specified. 

c. D-c Voltmeter. Figure 3 shows a simplified schematic diagram 
of the circuit used to make d-c voltage measurements at 20,000 ohms- 
per-volt sensitivity from 60 to 300 volts. All d-c voltage measurements 
are also available at 1,000 ohms-per-volt sensitivity by turning the three- 
position switch to the position marked D.C. 1000 OHMS PER VOLT. 
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d. A-c Voltmeter. The simplified schematic diagram in figure 4 
shows the circuit used to make a-c voltage measurements from 60 to 
300 volts. The a-c voltage measurements are available only at 1,000 
ohms-per-volt sensitivity. A rectifier unit is used to convert the a-c 
voltage to d-c voltage to actuate the meter. This rectifier unit is con- 
nected so that current flows through the meter during one-half cycle 
of the a-c voltage. During the alternate half-cycle of voltage, the cur- 
rent bypasses the meter through one section of the rectifier unit. This 
half-wave rectification provides a means for making measurements of 
a-c voltages. Special correction scales are used on the meter to indicate 
the a-c voltages. 

•. Ohmmeter. A simplified schematic diagram of the ohmmeter cir- 
cuit for the lower ranges is shown in figure 5. The high ohmmeter range’ 
(0-60 mtgohms) is essentially the same except for the use of a 22.5-volt 
battery and an additional series resistor. 
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Figure 5. Ohmmeter circuit using 600,000 ohms range. 
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SECTION IV 
MAINTENANCE 


NOTI: Failure or unsatisfactory performance of equipment used by Army 
Ground Forces and Army Service Forces will be reported on W.D., A.G.O. 
Form No. 468 (Unsatisfactory Equipment Report). If Form No. 468 is not 
available, see TM 38-250. Failure or unsatisfactory performance of equipment 
used by Army Air Forces will be reported on Army Air Forces Form No. 54 
(unsatisfactory report). 

13. GENERAL. 

Routine maintenance on the Precision analyzer 856P consists solely 
of battery replacements for the ohmmeter ranges. If full-scale deflec- 
tion of the meter pointer can no longer be obtained when zero ad- 
justing the meter for the low and middle ohmmeter ranges, the 1.5-volt 
battery must be replaced. The 22.5-volt battery must be replaced when 
zero adjustment of the meter cannot be made on the high ohmmeter 
range. The location of these batteries is shown in figure 6. The replace- 
ment procedure is as follows: 

a. Remove the 6 mounting screws from the edges of the instrument 
panel. 

b. Carefully remove the panel and place it gently beside the cabinet. 
The two batteries are now visible in the bottom of the cabinet. 

e. Replace the 22.5-volt battery as follows: 

(1) Loosen the battery mounting clamp and remove the battery from 
the cabinet. 

(2) Disconnect the two leads from the battery terminals, noting the 
color coding of the leads and the battery polarity. 

(3) Observing the proper polarity and color coding, connect the two 
leads to the new battery exactly as they were connected to the old 
battery. 

(4) Install the battery in the cabinet and tighten it securely in place 
with the mounting clamp. 

d. Replace the 1.5-volt battery as follows: 

(1) Loosen the battery mounting clamp and remove the battery from 
the cabinet. 
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(2) Unsolder the two leads from the top and the base of the battery. 
Note particularly the color coding of the lead that fastens to the posi- 
tive pole on the top of the, battery. 

, (3) Solder the two leads to the new battery exactly as they were con- 
nected to the old battery. 

(4) Install the battery in the cabinet and tighten it securely in place 
with the mounting clamp. 

(5) Replace the instrument panel and fasten it in place. 



. TL372I7 


Figure 6 . Instrument panel, under side. 
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♦Indicates stock available 
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14. MAINTENANCE PARTS LIST FOR TEST SET 1-153-A (contd). 
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6 meg ± 1% total; l/2w ea; IRC type #BT-l/2. 

3Z6960-20.6 RESISTOR, fixed : composition ; 2 sect ; series matched ; 

12 meg ± 1% total; l/2w ea; IRC type #BT-l/2. 
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